Urethral pressure profilometry in Scott artificial urinary sphincter.
The Scott sphincter models AS 791 and AS 800 were implanted in 22 men with urinary incontinence. Urethral pressure profilometry was used intraoperatively and postoperatively to measure the urethral closure pressure (UCP) and to improve the rate of continence and reduce the risk of erosion. Success was achieved in 20 of 24 patients. The utility of urethral profilometry in these cases is described.